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MEMORANDUM FOR: Chief, Plans and Development Staff, NPIC

eromor: [

' SUBJECT : NBS Microdensitometer Calibration Report
-’ 1. In compliance with your verbal request,_ 25X1A
: TSB, has reviewed the subject report.

5, The standards for calibrating microdensitometers, &as
proposed. 1n the dreft, appear to be sound. Howevel, the problem

25X1A concerning the relatively large error in length calibration is
not as great with the instrument because it has &
direct link between gpecimen ta and chart table. Perhaps it

may be suggested to the authors of the report, that an expla-
nation of this error, in terms of chart error and. sample drive
25X1A error, be included in the report.

3. When thils report is finalized and ready for distri-

bubion, TID would 1ike ten copies. 25X1A

-
Chief, Technical Tntelligence ULV
Attachment:
Microdensitometer Calibration Report
Distribution:
Orig. + 1 - P&DS ]
1 - TID/TSB w/o attch. Declass Review by NIMA/DOD
2 - TID w/o attch.
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A good report, as far as it goesS. The new
proposal on notation js very welcome indeed.

T wish that they had gone more into measure=
ment of length by breaking down the error into
scanning—table and recorder-chart components,
as we-were trying to do with the gtroboscope.
Their tables on p. 11 seenm 4o call for some
comment on the source of the errors 1'11 try
the regolution pargets on our own piano SO0
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